MISSOURI DEPARTMENT OF HEALTH AND SENIOR SERVICES
STATE PUBLIC HEALTH LABORATORY

BREATH ALCOHOL PROGRAM
DATAMASTER MAINTENANCE REPORT [gf;ff,}’fg 24520 o, BT G018

|

Complete this report at the time of the regular monthly preventive maintenance check (nol to exceed 35 days).
Complete this report whenever the instrument is serviced or repaired and whenever it is placed into service.
Retain the original and send a copy within 15 days to the Breath Alcohol Pragram, DHSS.

DATAMASTER SH NAME OF AGENCY DATE OF INSPECTION
201206 SAINT JOSEPH POLICE DEPARTMENT 12-04-2014
LOCATION OF INSTRUMENT {STREET AND CITY) TIME OF INSPECTION
501 FARAON STREET SAINT JOSEPH, MISSOURI 64501 1432

CHEGKLIST: Place a mark [n the box by each item if found to be salisfactory or if operating within established limits. (Write in observed values
where delermined.) Unimarked items must be corrected before using insirument,

DIAGNOSTIC CHECK (PRINTOUT ATTACHED) DATE AND TIME (from printout) 12-04-2014 @ 1432
COMPUTER DETEGTOR
X ProGRAM FILTERS
HEATERS SAMPLE CHAMBER 49 oc QUARTZ STANDARD
FLOW DETECTOR B caLIBRATION
B4 pume HiGH sPEED PRINTER

INDICATOR LIGHTS
SIMULATOR SOLUTION SUPPLIER __ REPCOMARKETINGINC 10T # 13002 EXP. DATE __ 06-19-2015

SIMULATOR TEMP (34'C  0.2'C) 34.0 oc SIMULATOR SN §D2278 EXP. DATE  11-17-2015

E CALIBRATION CHECK - (ONLY ONE STANDARD IS TO BE USED PER MAINTENANCE REPORT)

Run three lesls using a standard solution. All three tests must be within £5% of the standard value and must have a spread of .005 or
less. Mark the box corresponding to the standard solution being used. (PRINTOUT ATTACHED)

< 0,100% STANDARD - MUST READ BETWEEN 0.095% AND ¢.105% INCLUSIVE
|1 0.080% STANDARD - MUST READ BETWEEN 0.076% AND 0.084% INCLUSIVE
|| 0.040% STANDARD - MUST READ BETWEEN 0.038% AND 0.042% INCLUSIVE

TEST 1 - 097 TEST 2 - 098 TEST 3 - 008

PERFORM R.F.I. TEST (PRINTOUT ATTACHED)

INDICATE THE NUMBER OF BREATH TESTS IN THE FOLLOWING RANGES SINCE THE LAST MAINTENANCE REPORT:
(DO NOT INCLUDE SELF-ADMINISTERED TESTS)

REFUSALS 5 (0-.04) 1 {.05-.09) 0 {.10-.14) 0 {.16-.19) 1 OVER .19 0

LIST ANY NEW PARTS AND OESCRIBE AHY ALTERATION OR MODIFICATION THAT WAS MADE TO RESTORE THE INSTRUMENT TO OPERATE SATISFACTORILY AHD WITHIN ESTABLISHED LIMITS
{USE OTHER SIDE IF NECESSARY),

INSPECTING OFFICER

I . .. | | © | PRINT FULL NAUE
/47 O PICER BRAD KERNS

TYPFE 11 PERPMJBER;’EXPIRA?!GN DATE TELEPHONE NUMBER
220427 12-27-2014 (816)271-5339
RETURN COMPLETED REPORT TO THE: Breath Alcohol Program, MO Department of Health and Senior Services, Southeast District Office
2875 James Blvd.
Poplar Bluff, MC 83901
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RerCo Marrkrroe Ivc, _ _ , —
s 2967498 STONYRROOK DAVE
. : RALEIGH MG, ZFE04

DIgLIBR4E0

CERTIFICATE, OF ANALYSIS

MANUEACTURER AND S[JPI’IAER. RepCo Marketing, Inc.

1.OT NOMBER: 1302
EXPIRATION DATE: June19,2015at 11:59 pm.

RepCo Markethg, Inc, certifies the following:

RepCo Markefng, Fnc. mamnfactured, fested and swp];ed Lot N{rmber
.13002__ of Alcohol Certified Sofution for simmiators. Random samples of seid ot -~
namber were analyzel by an independent lsboratory wtilizing & gas chromatograph
and found to contain __1217 - grs/dl +~.003 gms/dl wifvol ethanol (93%

' Confidence),
The aloshol and distiled water psed in fhe sofution were found to be fresof

any inierferring subsimee. -
This solution Wil produce a vapor alcchol value of 108 +/-3% gms/2101

Breath when heated © 34 Degrees Célsius-#-0.2 Degrees Celsivs in a simulator

. (95% Confidence). o
The dote of mapufacture for ihis ot mumber is__Jame 20, 2013

The expiration date forthis Iof numberis - Jume 19, 2015 ol
13:59 pm.,
This docnmeni & 2 tryp represonisiion of the eriginal Certificate of Analysis.

-/}-&—Qi ‘g cRIAA2I Ty
Cecil B. Garner, Prosident
RepCo Marketing, Inc.

Form BRM 02




- FACE THIS SIDE DOWN - THIS EDGE IN FIRST

BAC DataMaster
Evidence Ticket

STATE OF MISSMMIRY

ET.JOEEPH POLICE DEPARTHENT

BAC DATAMASTER SERIAL HUHBEP Shli
128d.-14

TESTIMB UFFICER:
KERHS~ B
OFFICER 1.0.: 2672

FERMIT HUMBER: ZEadzy

EXPIRSTION DARTE: 1227714

MISCELLRNEOUS DATA:
MAIHT

FACE THIS SIDE DOWN - THIS EDGE IN FIRST

BAC DatalMaster
Evidence Ticket

ETATE OF HISSQURI
ST JOREPH POLICE HEFARTHENT

FAC TATAMASTER SERTAL HUMBER 2@1d&s
126414

! 14:32

—~~ DIRGNOSTIC CHECK —--

COMPUTER? ORAY

FROGREAM Cod-87-Raasss Ry

ot HERTERE
e SLFERVS , —
SUFERVISUR MODE SAHFLE CHAMBER: 49
ELAHK TEST . 6 14152 | TETECTOR P
IMTERNAL STANDARD VERIFIED 14358 | FLUW DETECTOR: CKAY
EXTERNAL STRAMDARD LB97 14158 LM
BLAMK TEST . BGE LA . :
; TEEY
EXTERNFL STAMDARD N 14153 ! HIGH SPEED: Ay
ELAME TEST . 9an 149159 S e
EXTERMAL STANDARD . 395 1454 DETELTUR: v DAY
H = 3 f“TI;_J - e s
SIM. = i : BUARTS =TAMDARD: DAY
l|r- = [y Ao Fad
R, = B9 : CAL TERATLON: OKAY
‘ _ FRINTER TEST _
PURERG ! oty —, ARIEFAEE PE0E 1 (= P PEARCTERG
HIIKLMHOPGRS TUMUNYZES 1" abicde fghidk mmo
pgirs bz £ BT
RATOR SIGNATUR i OPERATOR SIGNATUHE@ w
Stock No. A Can:l Slock o

f REORDER ALL SUPPLIES FROM N.PA.S.
P.0. BOX 1435, MANSFIELD, OH 44801

REQRDER ALL SUPPLIES FROM N.PAS.
P.0. BOX 1435, MANSFIELD, OH 44801



' FACE THIS SIDE DOWN - THIS EDGE IN FIRST
" BAC DataMaster
Evidence Ticket

ETRTE OF MISSOURI
ST..JOSEPH POLICE DEPARTHERT
BAC DATAMASTER SERIAL MUMBER 28129
128414

ARREST TIME: 15:08
SURJECT MAMES:
KERNS.B-M
RhE: 82~ 13-54 SEX:T M
STATE-DL. L. ¢ MO -0Ee886
FRRESTIMG OFFICER:
HERMS B
OFFICER @.ILt PGTE
TESTING OFF ICER:
KERNS-BRALAH
OFFICER 1.10.¢ Rav2
: FERMIT MUMEBER: Prader
' EXPIRATION PATE: 12-27714
HIZCELLRNECUS DATA:
HRINT

——= BREATH ANALYSIS —-—-

|
—.——_IF.’FIEIU INTERFEREMCE

OPERATOR SIGNATURE

Card Stock Mo.
6o021 REOADER ALL SUPPLIES FROM M.PAS.
PO.BOX 1435, MANSFIELD, OH 44901




State of Missouri
DEPARTMENT OF HEALTH

PERMIT
TYPE i

BRAD M KERNS

is hereby authotized to instruct and supervise operators, traln Instructars, inspect,
calibrate, perform field repairs, and operate the followlng breath analyzer(s):

DATAMASTER; ALCO-SENSOR TV W/PRINTER

for the determinatlon of the alcoholic content of bload from & sample of explred (alveolar)
alr. Issued under the provisions of sectlons 577.020 through 577.041, RSMo 1886.

41.R5)
12/27/2012 LA ug;im

Dirsctor of State Publfo Health Laboratery

220427 |
Numbor : Q-lm.Q \ cuoL/\Qj" ACTING DIRECTOR
Expires 12/27/2014 ’

MO EB0-0771 (7-88)

Director, Department of Heallh
Lab. 4 {R7-86)




